Allegro Removal Do’s and Don’ts

**Do’s**

Remove using a “hooking” motion, particularly in 2.4mm incisions, and pay particular attention to keep the cannula central in the sleeve.

**Don’ts**

Removing Allegro with the cannula adjacent to the wound margin may result in cannula extrusion.